###### Clinical Perspective

What Is New?
============

-   This report represents the largest available series of patients with optical coherence tomography imaging during stent thrombosis presentation and includes findings from patients treated predominantly with current-generation drug-eluting stents.

-   The dominant findings at optical coherence tomography varies according to the time interval between index stenting and presentation with stent thrombosis.

-   Uncovered struts and stent underexpansion were the most common observations in acute/subacute stent thrombosis and neoatherosclerosis and uncovered struts were the most common findings in late/very late stent thrombosis.

What Are the Clinical Implications?
===================================

-   Improved acute deployment techniques with post--stent dilatation where appropriate may significantly impact stent thrombosis by reducing underexpansion and malapposition.

-   The impact of dedicated clinical strategies for the prevention and treatment of neoatherosclerosis should be investigated in future clinical studies.

Percutaneous coronary intervention with stent implantation is a successful treatment for patients with obstructive coronary artery disease and has been shown to improve symptoms, and to reduce mortality in certain settings, as well.^[@R1],[@R2]^ The most serious complication of coronary stenting is abrupt thrombotic occlusion, which often results in Q-wave myocardial infarction and significantly impacts life expectancy.^[@R3]--[@R5]^ Although the absolute risk of stent thrombosis is low after treatment with current-generation drug-eluting stents (DES),^[@R6]^ the large number of patients implanted with coronary stents worldwide makes this condition a significant health issue.

Numerous risk factors for stent thrombosis have been identified from case-control studies.^[@R7]^ These factors are related to specific patient characteristics and the types of disease patterns treated. In addition, risk characteristics attributed to the type of implanted device have been well defined.^[@R7]^ Specifically, higher risk was observed with first-generation DES in comparison with bare metal stents, although new-generation DES seem to be associated with a comparable or lower risk of stent thrombosis in comparison with uncoated stents.^[@R8]--[@R10]^

Detailed understanding of the underlying conditions in the stented segment at the time of the stent thrombosis event remains an important clinical need. In particular, although imaging with intravascular ultrasound can help define stent-vessel interactions, this modality is limited by modest axial resolution.^[@R11]^ Recently, intravascular optical coherence tomography (OCT) has become widely available in clinical practice. This technology permits rapid evaluation of stent coverage and apposition, and detailed characterization of neointimal tissue and vessel wall pathology.^[@R12]^ In the setting of the PRESTIGE registry (Prevention of Late Stent Thrombosis by an Interdisciplinary Global European) effort, we collected information on patients presenting with stent thrombosis undergoing intracoronary imaging with OCT at a network of centers across Europe. In the present report, we present the key findings from our analysis.

Methods
=======

Study Population and Patient Treatment
--------------------------------------

Consecutive patients presenting with definite stent thrombosis, undergoing percutaneous coronary intervention at 29 participating centers with OCT imaging capability, were prospectively enrolled in the multicenter PRESTIGE registry using a centralized telephone registration system. A list of participating centers is provided in the [Appendix in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1).^[@R13]^ Definite stent thrombosis was defined according to Academic Research Consortium criteria.^[@R14]^ Clinical, procedural, and imaging data were collected according to a standardized protocol and entered by site investigators in a central electronic database (Open Clinica, Leuven Coordinating Center, Leuven, Belgium) checked by centralized monitoring queries. Platelet reactivity was measured according to the available assays per center using the VerifyNow P2Y~12~ (Accriva Diagnostics) or Multiplate ADP assay (Roche Diagnostics International Ltd) according to manufacturer's instructions. High platelet reactivity was defined as HPR-ADP \>208 P2Y~12~ Reaction Units by the VerifyNow P2Y~12~, and as \>46 U (U: 1 U=10 AU×min) by the Multiplate ADP assay. Type of underlying stent was classified as a bare metal stent, early-generation DES (durable polymer sirolimus-eluting stents \[Cypher, Cordis\], durable polymer paclitaxel-eluting stents \[Taxus, Boston Scientific\], or durable polymer zotarolimus-eluting stents \[Endeavor, Medtronic Inc\]), newer-generation DES (all other metallic-backbone DES), or bioresorbable DES.^[@R9]^ The study complied with the Declaration of Helsinki. The ethical review committee at each participating institution approved the study, and all patients provided written informed consent. The study was funded by the European Union under the Seventh Framework Program FP7/2007 to 2013, grant agreement HEALTH-F2-2010 to 260309 (PRESTIGE).

Study Procedures
----------------

Patients enrolled in the PRESTIGE registry underwent percutaneous coronary intervention according to local practices. After angiographic confirmation of stent thrombosis, a guidewire was advanced distally in the culprit vessel across the site of occlusion. The use of OCT before and after percutaneous coronary intervention procedures was recommended in all patients. Use of thrombectomy with manual aspiration was encouraged to restore effective flow and to reduce residual thrombus before OCT image acquisition.^[@R15]^ In selected cases, small balloon dilation (≤2.0 mm in diameter) at low pressure was permitted if image quality remained insufficient after thrombectomy. OCT image acquisition was discouraged in patients presenting in a medical condition precluding safe OCT acquisition (eg, unstable electric or hemodynamic conditions or reported chronic renal insufficiency).^[@R15]^ During the procedure, patients were treated with intravenous heparin or bivalirudin. Use of glycoprotein inhibitors was at the discretion of the treating physician.

OCT Data Acquisition
--------------------

Following administration of intracoronary nitrates, OCT was performed with a nonocclusive imaging technique using commercially available frequency domain OCT imaging systems (C7XR, Ilumien or Ilumien Optis, St. Jude Medical). In brief, after restoration of flow, a rapid exchange imaging catheter (Dragonfly or Dragonfly Duo, St. Jude Medical) was advanced beyond the stented segment. An OCT pullback of the entire stented segment, including distal and proximal reference sites, was performed with contrast injection through the guiding catheter at 3 to 5 mL/s. If the stented segment was too long to be imaged in a single pullback, an additional pullback was acquired using angiographic landmarks for appropriate imaging catheter position and view.

OCT Quantitative Analysis
-------------------------

Raw data of OCT image acquisitions were collected and sent to a centralized core laboratory (ISAResearch Center) for off-line analyses. Each OCT sequence was assessed and measured by independent readers experienced in OCT imaging analysis, blinded to patient characteristics and timing of stent thrombosis (see the [Appendix and Figure I in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1)). Initially, a quality screening of the entire sequence was performed to confirm sufficient quality of imaging to permit the analysis. Reasons for exclusion were insufficient image quality because of the poor clearance of blood, missed region of interest with incomplete stent visualization, excessive remaining thrombus obscuring the stent assessment, or the presence of imaging artifacts precluding the analysis. Nonanalyzable frames were defined as frames with \<45° of visible lumen border (eg, attributable to the presence of thrombus or side branch). Stent struts located across the ostium of side branches were excluded from the analysis of coverage and apposition. Quantitative and morphometric analyses were performed every 1 mm along the entire target segment. Dedicated software (St. Jude Medical) was used for quantification. Further details and definitions are provided in the [Appendix in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1).

Imaging Adjudication Committee OCT Analysis
-------------------------------------------

An imaging adjudication committee adjudicated the findings at the time of stent thrombosis based on systematic review of all acquired OCT pullbacks in dedicated sessions at the central core laboratory. The committee reviewed each pullback in detail, scoring for the presence or absence of findings according to a prespecified protocol. OCT images were analyzed without the knowledge of patient/stent characteristics or timing of stent thrombosis. The composition of the committee is listed in the [Appendix in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1). Each OCT pullback was assessed in both longitudinal and cross-sectional views for the presence of a single dominant finding at stent thrombosis ([Figure I in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1)). If no single dominant finding was assessed, this was recorded. Additional findings assessed to be of lesser relevance were adjudicated as contributory. In case of disagreement, a decision was made by consensus. The following categories were considered for visual adjudication: stent underexpansion (defined as minimum stent area \<80% of the mean of proximal and distal vessel reference area), edge dissection (proximal or distal to the stented segment, involving the intima and media with a circumferential extent at least of one-third of the vessel contour and a longitudinal extent \>3 mm), overlapping stents, stent fracture, uncovered stent struts, malapposed stent struts, presence of interstrut cavities, in-stent restenosis, and neoatherosclerosis (in the presence of plaque rupture or in association with thin cap fibroatheroma adjacent to the site of maximum thrombus burden). Restenosis was defined as the presence of \>50% diameter stenosis in the stented segment. In the presence of both in-stent restenosis and neoatherosclerosis, neoatherosclerosis was considered as the dominant finding if either of the 2 associated factors listed above were present. If none of these characteristics was present, the label no contributing factor identifiable was recorded.

Statistical Analysis
--------------------

Continuous data are presented as mean (SD) or median (25th--75th percentiles). Categorical data are presented as observed frequencies and proportions (%). Patients were analyzed according to the time interval between index stenting and stent thrombosis presentation, classified as acute (\<24 hours), subacute (24 hours to 30 days), late (\>30 days to 1 year), and very late (\>1 year).^[@R14]^ Differences between groups were assessed for statistical significance using a Wilcoxon rank sum test or a Kruskal-Wallis test for continuous data and χ^2^ test (or Fisher exact test where the expected cell value was \<5) for categorical variables. Repeatability data were analyzed by calculating the within-patient SD and repeatability coefficient,^[@R16]^ and the intraclass correlation coefficient, described by Shrout and Fleiss^[@R17]^ for the case when all patients are rated by the same raters who are assumed to be a random subset of all possible raters (data reported in the [Results section of the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1)). Predicted average probability for a frame to have uncovered struts, thrombus-covered struts, malapposed struts, struts with neoatherosclerosis, and the presence of interstrut cavities was assessed by using generalized linear mixed regression models to account for clustering effects. The generalized model used a logit-link with a binary distribution for the residuals (ie, logistic regression model). Interdependencies within patients were accounted for by including a random intercept per patient. Time between index stenting and stent thrombosis (ST) was used as a fixed categorical effect. All tests were 2-sided and assessed at a significance level of 5%. Because of the exploratory nature of the analysis, no adjustment was made for multiple testing. The statistical analysis was performed using SAS/STAT software, Version 9.4 (TS2M3, SAS Institute).

Results
=======

A total of 675 patients with ST were enrolled in the PRESTIGE ST registry at participating centers. Of these patients, 231 underwent OCT imaging at the time of presentation ([Figure II in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1)). Fourteen patients had image quality precluding further analysis (poor quality attributable to blood contamination \[n=6\], or excessive remaining thrombus \[n=8\]). The remaining 217 patients comprised the primary study cohort for the current analysis.

Baseline clinical characteristics of patients according to presentation with acute/subacute (≤30 days) or late/very late (\>30 days) ST are shown in Table [1](#T1){ref-type="table"}. Overall, 62 (28.6%) patients presented with acute/subacute and 155 (71.4%) presented with late/very late ST. Median time from index stenting to presentation with ST was 4 (2--8) days and 1804 (692--2953) days, respectively. Patients with acute/subacute ST in comparison with late/very late were older, more likely to have diabetes mellitus, more likely to be on dual antiplatelet therapy, and less likely to have had a prior myocardial infarction. Regarding clinical presentation, 158 patients (73.8%) presented with ST-segment--elevation myocardial infarction, 46 (21.5%) with non--ST- segment--elevation myocardial infarction, and 10 (4.7%) with unstable angina.

###### 

Patient Clinical Characteristics at Time of Presentation With Stent Thrombosis

![](cir-136-1007-g001)

Blood sampling for platelet function testing was available in 81 of 217 (37.3%) of the patients. Data from Verify Now P2Y~12~ assay was available in 49 patients and Multiplate ADP assay in 51 patients. The results are shown in [Table I in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1). Overall, 37 of 49 (75.5%) and 34 of 51 (66.7%) patients had high platelet reactivity. There was no difference in the proportion of patients with high platelet reactivity between early and late ST groups with either assay (*P*=0.18 and 0.31, respectively).

In terms of the index stenting procedure, there were no significant differences between the groups regarding presentation (*P*=0.064): overall 85 of 209 patients (40.6%) presented with ST-segment--elevation myocardial infarction, 79 of 209 (37.8%) patients presented with acute coronary syndrome, and 45 of 209 (21.5%) patients presented with stable coronary disease. Ten of 204 (4.9%) patients underwent intravascular imaging guidance at the time of index intervention.

Lesion and procedural characteristics of patients according to presentation are reported in Table [2](#T2){ref-type="table"}. The left anterior descending artery was the most commonly involved culprit vessel. A total of 333 stents were implanted in target vessels presenting ST: 110 (33.0%) bare metal stents, 45 (13.9%) first-generation DES, 163 (50.3%) newer-generation DES, 3 DES of unknown type, and 6 (1.8%) bioresorbable stents; in 6 patients (1.8%), the stent type could not be determined.

###### 

Angiographic and Procedural Characteristics of Patients With Stent Thrombosis
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There were no significant differences between patients with ST with analyzable OCT imaging who were included in the present analysis (n=217) versus those without (n=458) in terms of proportion of patients with acute/subacute and late/very late ST (see the [Appendix in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1)). In comparison with patients with OCT imaging, there was a higher proportion of patients with prior myocardial infarction, ST in a saphenous vein graft, and unknown stent type at baseline in patients without OCT imaging. Otherwise there were no significant differences between the groups ([Table II in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1)).

OCT Core Laboratory Analysis
----------------------------

OCT morphometric data in patients with acute, subacute, late, and very late ST are reported in Table [3](#T3){ref-type="table"}. Overall mean reference vessel diameter was 2.9±0.6 mm and mean reference vessel area was 6.8±2.6 mm^2^. Mean minimum stent diameter was 2.6±0.6 mm and mean minimum stent area was 5.8±2.5 mm^2^. A stent expansion index \<0.8 was observed in 44.4% of all patients (Figure [1](#F1){ref-type="fig"}). In the subgroup of patients with subacute ST, mean expansion index was 0.7±0.2, and a stent expansion index \<0.8 was observed in 65.8% of these patients.

###### 

Optical Coherence Tomography Morphometric Analysis in Patients Presenting With Stent Thrombosis Classified According to Time
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![**Optical coherence tomography findings in patients presenting with stent thrombosis classified according to time. A**, Mean stent expansion index. **B**, Proportion of patients with at least 1 frame with uncovered struts. **C**, Proportion of patients with at least 1 frame with malapposed struts.](cir-136-1007-g004){#F1}

OCT analysis of stent-vessel interaction for each lesion according to the time of presentation is reported in Table [4](#T4){ref-type="table"}. A total of 5704 frames were quantitatively analyzed with a mean number of 26.5±13.2 frames per patient; 96.7% of target regions showed at least 1 frame with any remaining thrombus.

###### 

Optical Coherence Tomography Analysis of Stent-Vessel Interaction in Patients Presenting With Stent Thrombosis Classified According to Time

![](cir-136-1007-g005)

The number of ST lesions with any frame of the pullback showing uncovered struts significantly decreased according to the time of presentation: 100%, 89.1%, 76.2%, and 54.1% for acute, subacute, late, and very late ST, respectively (*P*\<0.001) (Figure [1](#F1){ref-type="fig"}). In patients presenting with acute or subacute ST, a median of 100% of frames were uncovered or covered with thrombus, in comparison with 50.0% and 11.4% in patients with late or very late ST (*P*\<0.001). The maximum longitudinal extent of thrombus and uncovered struts was greatest in patients with acute and subacute ST and decreased over time.

The number of lesions with any frame showing malapposed struts significantly decreased according to the time of presentation: 86.7%, 76.1%, 61.9%, and 37.6% for acute, subacute, late, and very late ST, respectively (*P*\<0.001). A median of 25% of frames showed malapposition in patients with acute ST in comparison with 10.6%, 4.3%, and 0.0% in patients with subacute, late, and very late ST, respectively (*P*\<0.001) (Figure [1](#F1){ref-type="fig"}).

The predicted average probability (95% confidence interval) for any frame to have uncovered (or thrombus-covered) struts was 99.3% (96.1--99.9), 96.6% (92.4--98.5), 34.3% (15.0--60.7), and 9.6% (6.2--14.5), and malapposed struts was 21.8% (8.4--45.6), 8.5% (4.6--15.3), 6.7% (2.5--16.3), and 2.0% (1.2--3.3) for acute, subacute, late, and very late ST, respectively ([Table III in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1)).

The number of lesions showing any frames with core-laboratory--adjudicated neoatherosclerosis or interstrut cavity significantly increased over time. In patients with acute, subacute, or late ST, neoatherosclerosis was not observed. Of lesions in patients presenting with very late ST, 43.6% had at least 1 frame with neoatherosclerosis. In these patients, the mean number of frames with neoatherosclerosis was 3.8.

The predicted average probability (95% confidence interval) for any frame to have struts covered with neoatherosclerosis or interstrut cavities was 0.0% (0.0--0.0), 0.0% (0.0--0.0), 0.0% (0.0--0.0), and 2.8% (1.3--5.9) and 0.0% (0.0--0.0), 0.1% (0.0--0.3), 1.2% (0.3--4.5), and 0.7% (0.3--1.4) for acute, subacute, late, and very late ST, respectively ([Table III in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1)).

Imaging Adjudication Committee Analysis of Findings
---------------------------------------------------

Representative images of dominant findings for acute and subacute ST and late and very late ST are shown in Figure [2](#F2){ref-type="fig"} and Figure [3](#F3){ref-type="fig"}, respectively. The results of the imaging adjudication committee analysis for dominant findings for acute and subacute ST and late and very late ST are shown in Figure [4](#F4){ref-type="fig"}; the results for contributory findings are shown in [Table IV in the online-only Data Supplement](http://circ.ahajournals.org/lookup/suppl/doi:10.1161/CIRCULATIONAHA.117.026788/-/DC1). The most commonly adjudicated dominant finding according to presentation was: acute, persistence of uncovered struts (66.7%); subacute, persistence of uncovered struts (61.7%) and underexpansion (25.5%); late, uncovered struts (33.3%) and severe restenosis (19.1%); and very late, neoatherosclerosis (31.3%) and uncovered struts (20.2%).

![**Representative images of optical coherence tomography findings in patients presenting with acute/subacute stent thrombosis. A**, Edge dissection, with a dissection flap separating the true lumen (TL) from the false lumen (FL). **B**, Acute stent thrombosis with thrombus accumulation on uncovered stent struts. **C**, Multiple layers of overlapping struts in a segment with marked stent underexpansion and proximal area of thrombus (see also Figure [2](#F2){ref-type="fig"}E). **D**, Malapposed struts with thrombus accumulation. **E**, Corresponding longitudinal view of patient shown in Figure [2](#F2){ref-type="fig"}C with stent thrombosis in a very long stented segment with overlapping struts and marked stent underexpansion (C indicates the location of the cross section in Figure [2](#F2){ref-type="fig"}C). \*Shadow artifact caused by guidewire.](cir-136-1007-g006){#F2}

![**Representative images of optical coherence tomography findings in patients presenting with late/very late stent thrombosis. A**, Uncovered struts, with local accumulations of white thrombus (thr) (see also Figure [3](#F3){ref-type="fig"}E). **B**, Interstrut cavities (IC) with small thrombus deposition (thr). **C**, Severe restenosis with superimposed thrombus (thr). **D**, Neoatherosclerosis with lipid-rich plaque (L) and plaque rupture (indicated with red arrow). **E**, Corresponding longitudinal view of the patient with stent thrombosis and uncovered struts shown in Figure [3](#F3){ref-type="fig"}A. The length of the stented segment is indicated in blue. Thrombus is adherent to uncovered struts along the stented segment, visible as cauliflower-like structures protruding into the lumen (A indicates the location of the cross section in Figure [3](#F3){ref-type="fig"}A). SB indicates side branch. \*Shadow artifact caused by guidewire.](cir-136-1007-g007){#F3}

![**Dominant findings identified by optical coherence tomography imaging according to time interval from index stenting to presentation.A**, Acute stent thrombosis (\<24 hours). **B**, Subacute stent thrombosis (24 hours to 30 days). **C**, Late stent thrombosis (\>30 days to 1 year). **D**, Very late stent thrombosis (\>1 year).](cir-136-1007-g008){#F4}

In patients presenting with very late ST, an analysis of the imaging adjudication findings according to stent type is shown in Figure [5](#F5){ref-type="fig"}. A variety of causes was seen at each time interval analyzed. Uncovered stent struts comprised a higher proportion of dominant findings in patients treated with DES. In patients with time interval \>5 years from stenting, most had been treated with bare metal stents, and the most frequent dominant finding in these patients was neoatherosclerosis (30/45 \[66.7%\]). Neoatherosclerosis was a frequent finding in patients presenting with very late ST (\>1 year, 59/134 patients). Although a higher proportion of patients with neoatherosclerosis had severe stenosis (23/59 \[39.0%\]) in comparison with those without neoatherosclerosis (19/75 \[25.3%\]), this was not statistically significant (relative risk, 1.54; 95% confidence interval, 0.93--2.54; *P*=0.09).

![**Dominant findings identified by optical coherence tomography imaging in very late stent thrombosis according to type of stent.**BMS indicates bare metal stent; G1-DES, first-generation drug-eluting stent; and G2-DES, second-generation drug-eluting stent.](cir-136-1007-g009){#F5}

Discussion
==========

Treatment with current generation stents is generally safe and highly efficacious in preventing restenosis. However, abrupt stent failure attributable to thrombotic stent occlusion continues to occur at a low rate and this typically results in myocardial infarction, not inconsiderable mortality, and a higher rate of subsequent adverse events in comparison with patients presenting with de novo myocardial infarction.^[@R18]^ A better understanding of the underlying pathophysiological process leading to ST is an important clinical need. In this respect, the increasing availability of high-resolution intravascular imaging with OCT affords new opportunities for clinical evaluation at the time of presentation.

The aim of the present study was to evaluate and summarize OCT imaging findings in patients presenting with ST at a network of centers across Europe. In a population presenting with both early and late/very late ST containing a high proportion of current generation DES and undergoing imaging in the acute setting using current-generation OCT systems the key findings were: (1) detailed analysis of OCT images acquired in the setting of ST was feasible in the selected patients included in this registry; (2) the rate of stent underexpansion was high across all groups and highest in patients with subacute ST; (3) both uncovered struts and malapposed struts were frequently found in patients with ST; both decreased over time, although more than half of lesions with very late ST had frames with uncovered struts and more than a third had malapposed struts; and (4) neoatherosclerosis was a relatively frequent finding in patients with very late ST.

When categorizing patients according to the timing of ST, some clear messages emerge. In patients presenting with acute/subacute ST, uncovered and malapposed stent struts along with underexpansion of the stented coronary segment were identified as key morphological features of ST by OCT. Although it is not unexpected that uncovered stent struts were frequently observed early after stent implantation, this emphasizes the inherent thrombogenicity of stents in this phase, when neointimal healing and reendothelialization are incomplete. Similarly, although the relevance of stent malapposition in isolation is somewhat unclear,^[@R19]^ the finding of high rates of malapposition in our report is in line with other reports.^[@R20],[@R21]^ Indeed, the relevance of flow disturbance, especially occurrence of nonstreamlined flow along malapposed stent struts has recently been shown to be of relevance with regard to acute thrombogenicity of stents.^[@R22]^ Nevertheless, it may well be that during this time mechanisms other than those detectable by OCT predominate. These include inadequate response to antiplatelet therapy, genetic predisposition to hypercoagulability, and patient comorbidities such as diabetes mellitus, reduced left ventricular function, and renal failure. It is interesting to note that residual dissection proximal or distal to the stent edge was relatively infrequently observed in our study in comparison with some other reports,^[@R23]^ despite systematic analysis of stent edge segments in our analysis protocol.

The high prevalence of stent underexpansion is a noteworthy observation and is in keeping with the known association between acute procedural results and ST.^[@R24]^ Moreover, residual stenosis within the stented segment or small minimal stent area is a well-recognized independent predictor of ST.^[@R9],[@R25]^ A stent expansion index \<0.8 was observed in \>40% of patients, and approximately two-thirds of patients with subacute ST had stent expansion indices \<0.8. Indeed, the observed rate in our study is in line with that observed in a recent case-control study, which found a \>2-fold higher rate of stent underexpansion in patients with ST in comparison with patients undergoing routine surveillance without clinical events (ST group 42.8% versus control group 16.7%, *P*=0.05).^[@R23]^ Moreover, stent underexpansion was adjudicated as the dominant cause of ST in 25% of these patients. It is noteworthy that the rate of intravascular imaging guidance at the time of the original intervention was low (4.9%). These findings suggest that improved recognition and correction of suboptimal stent deployment (eg, stent underexpansion, marked malapposition), perhaps with more liberal use of intravascular imaging-guided stenting, is likely to impact significantly rates of ST.

In patients presenting with late/very late ST, a more heterogeneous profile was observed, with uncovered/malapposed stent struts, underexpansion, and severe restenosis predominant features within the first year and in-stent neoatherosclerosis beyond 1 year. Indeed, although both uncovered and malapposed struts decreased over time, more than half of lesions with very late ST had frames with uncovered struts and more than one-third had malapposed struts. This is in keeping with a prior report by Guagliumi et al^[@R26]^ showing higher rates of both uncovered and malapposed struts in patients with ST in comparison with control patients with prior stent implantation. In that study at a median of 615 days after implant, patients with ST had a higher percentage of uncovered (median \[interquartile range\]) (12.27 \[5.50--23.33\] versus 4.14 \[3.00--6.22\], *P*\<0.001) and malapposed (4.60 \[1.85--7.19\] versus 1.81 \[0.00--2.99\], *P*\<0.001) struts. This is also concordant with pathological observations of systematic delayed arterial healing after DES implantation.^[@R27]^ In addition, severe restenosis in the treated segment was relatively frequently observed. This underlines the association between ST and in-stent restenosis as part of the spectrum of stent failure.^[@R7],[@R28]^ The link can be explained by deceleration of flow within the restenotic stented segment, which causes a shift toward a procoagulant state.^[@R29]^ In a minority of late ST cases, additional factors such as residual edge dissection and progression of atherosclerosis with plaque rupture within the proximal or distal edge segment were considered to be the dominant pathology.

In our study, we found that in-stent neoatherosclerosis, ie, development of de novo atherosclerosis inside the implanted stent, was an important association with ST beyond 1-year cases. Although the diagnosis of neoatherosclerosis can be challenging in the presence of residual overlying thrombus, and its definition remains a matter of some debate, these observations are consistent with findings in late stent failure from autopsy studies, which have documented the presence of neoatherosclerosis in ≈30% of selected autopsy cases and premature and accelerated formation in DES in comparison with uncoated stents.^[@R30]^ One explanation for the more accelerated course in DES is the greater delay in endothelial healing and lack of endothelial integrity within the stented segments of DES in comparison with bare metal stents. It is interesting to note that, in the current study, neoatherosclerosis was frequent in bare metal stents, which is likely explained by the longer duration of follow-up in these patients. Indeed, the majority of patients with a time interval \>5 years from stenting had been treated with bare metal stents, and neoatherosclerosis was observed as the dominant finding in the overwhelming majority of cases. In line with this, previous registries showed that the duration of follow-up is the most important risk factor for the occurrence of neoatherosclerosis.^[@R30]^ Effective measures to overcome neoatherosclerosis represent an important unmet need for future clinical investigation. The link between the development of neoatherosclerosis and the progression of native atherosclerotic disease suggests an important role for therapies targeted at secondary prevention of atherosclerosis.^[@R31]^ These observations also highlight the importance of further investigation of alternative approaches to conventional metallic stents in patients who are likely to survive long-term after stent implantation.

The results of our study should be interpreted against the background of recent reports from other investigators. Souteyrand and colleagues^[@R20]^ reported on imaging findings in ST from a cohort of 120 patients who presented with acute coronary syndrome and had OCT performed predominantly in a second sitting according to a deferred intervention model. Similar to our report, they also found that malapposition (34%), stent underexpansion (11%), and neoatherosclerosis (23%) were well-represented underlying mechanisms. In addition, uncovered struts and neoatherosclerosis were frequently observed in patients presenting very late ST. In contrast to our report, malapposition was adjudicated to be a key finding in both early and late ST. Differences in the definition of malapposition as a dominant observation for ST may explain some of the discrepancy with our data set.

Taniwaki and colleagues^[@R21]^ also reported on OCT findings in 64 patients with ST, focusing only on those with late or very late thrombosis. In line with our findings, they observed neoatherosclerosis as a major underlying risk factor in a significant proportion of patients (27.6% of cases). The most common finding however, was malapposition, which was the main risk factor in 34.5% of cases beyond 1 year. Uncovered stent struts (12.1%) and stent underexpansion (6.9%) were also identified as additional major causes, which is in agreement with the findings of our study.

Our report has a number of important strengths. First, the analysis represents the largest number of patients presenting with ST and undergoing OCT imaging in the literature to date. In addition, in contradistinction to earlier reports, a high proportion of the thrombosed stents were current-generation DES (≈50%), which are the dominant devices in clinical use at present, and imaging was performed using exclusively contemporary frequency domain OCT. Second, imaging was performed in the acute setting rather than at a deferred time point. Third, data from all participating centers were collected in a prospective manner and recorded in a centralized electronic database. Fourth, analysis of all pullbacks was done in a central core laboratory according to a predefined protocol. In addition, all images were also reviewed by an imaging adjudication panel in dedicated sessions in the core laboratory, with the aim of defining the presence or absence of predetermined characteristics and adjudicating on the dominant cause of the ST based on imaging findings.

Several limitations should be considered when interpreting the results of our report. First, the impact of patient selection must be considered. Only patients presenting to OCT-capable centers were included. Moreover, in patients presenting at OCT-capable centers that did not undergo OCT imaging, the reasons for this were not available for analysis. However, the exclusion of patients presenting with hemodynamic and electric instability was recommended; patients with vessel characteristics unfavorable for image acquisition are also likely unrepresented. Second, the presence of residual thrombus burden in \>95% of cases impacts the assessment of the underlying stent and vessel wall findings. In particular, the proportion and extent of stent strut coverage and malapposition may be underestimated. Moreover, offline grayscale signal intensity analysis, a promising approach to characterize neointimal tissue within stents,^[@R32]^ cannot be reliably undertaken. Third, we did not include a control group of patients with prior stent implantation but without ST. This limits our ability to determine the association of observed factors with the clinical presentation of ST, although our findings are concordant with prior case-control studies.^[@R26]^ Fourth, manual thrombectomy was often required to reestablish target vessel patency before imaging. This means that stent/vessel interactions may be altered before image acquisition. Fifth, OCT was not available at the time of index stent implantation. Accordingly, in patients with malapposition at the time of ST, insight into whether this was present at implantation or acquired during follow-up is not available. Finally, strut fracture was infrequently observed. This may be because of the challenges of OCT imaging when residual thrombus is present, and its impact on 3-dimensional reconstruction analysis, as well.

Conclusions
-----------

In patients presenting with ST, a variety of factors are observed on OCT that may contribute to the pathophysiology of this condition. Uncovered and malapposed struts were frequently observed and the prevalence of both decreased with increasing time interval from the index stenting. Moreover, core laboratory--assessed stent underexpansion was present in \>40% of cases. The dominant observation, however, varied according to presentation: uncovered struts and underexpansion were most common in acute/subacute ST, and uncovered struts and neoatherosclerosis were most common in late/very late ST. Improved acute deployment techniques with poststent dilatation where appropriate may impact significantly ST by reducing underexpansion and malapposition. In addition, improved management strategies for the prevention and treatment of neoatherosclerosis should be investigated in dedicated studies.
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